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PURPOSE 

The investigation was undertaken to obtain basic data on the 
flow conditions and p r e s s u r e  distribution downstream f r o m  a square  
cornered pipe entrance under various conditions of submergence, 
approach shape, and Reynolds number.  The information is intended 
for use as reference  mater ial  in the calibration of meter  gates . 

CONCLUSIONS 

1 .  The  amount of submergence of the pipe entrance had con- 
siderable effect upon the coefficient of discharge when the submer-  
gence was l e s s  than 2 pipe diameters  above the pipe invert  (Figure 2, 
3 ,  4, and 5 ) .  There  w a s  no appreciable effect at submergences between 
2d and 4d, and only a slight effect between 4d and 5d. The coefficient 
of discharge, Cd was based on the  p r e s s u r e  head i n  the conduit 1 2  
inches downstream f r o m  the inlet .  

2 .  The  designs of the approach walls and floor had an  appre-  
ciable effect upon Cd (Figure 4F) .  When a n  approach floor was used, 
changes in the walls had a pronounced effect a t  submergences l e s s  than 
2d, but little effect a t  higher submergences . When no approach f loor  
was used, changes in the walls had a noticeable effect a t  subrnergences 
l e s s  than 2dJ and a moderate  effect a t  higher submergences.  The co-  
efficients f o r  the designs with the walls and floor (Inlets 1, 2, and 3) ,  
and with the floor but without the walls (Inlet 4) were about the s a m e  
above a submergence of 2d. The coefficient f o r  the design without 
the walls and approach floor (Inlet 5) was much higher.  When walls 
were  used without a n  approach floor (Inlets 6 ,  7 ,  and 8) the coefficients 
were s t i l l  higher .  

3 .  In general,  Cd increased as the wing walls w e r e  moved 
closer  to the pipe when the floor was in place (Table 1). Removal of 



in the -hydraulic gradient along the  pipeline, and considerable increase  
in Cd based on the p ressu re  reading 1 2  inches f rom the pipe entrance 
(Figure 4E). 

4 .  Reynolds ' number had a smal l  but noticeable effect upon 
Cd in that C d  increased a smal l  amount a s  Re  was increased .  

5 .  The average Cd f o r  the part icular  approach design, Table 
1, may be used a t  submergences f rom 2d to 5d with a n  accuracy of 
$3%. 

6.  The position of the piezometer tap in me te r  gate instal la-  
tions, which has been arbitrari1.y standardized a t  12 inches f rom the pipe 
entrance regardless  of pipe o r  gate diameter ,  apparently was selected 
solely f r a m  construction considerations.  Hydraulic considerations show 
that the location shoulcl be a function of pipe diameter ,  thereby placing 
the tap in a better location on the hydraulic gradient, and obtainingmore 
consistent differentials for  all sized installations f o r  given flow velocities 
in the pipelines . A station a t  some point within 1 / 3  diameter  of the en- 
trance appears  desirable .  Within these l imi ts  the hydraulic gradient i s  
not excessively s teep and the head differentials a r e  high. The gradient 
is l e s s  steep nt 'stations beyond 2 = 1 .5 ,  but the head differentials are 
low and small  e r r o r s  in reading would produce appreciable e r r o r s  in  the 
indicated ra te  of flow. 

RECOMMENDATIONS 

1. Insofar a s  is possible, design ma~te r  gate installations f o r  
submergences over the pipe invert  of two o r  more  pipe diameters  . 

2.  Use the average Cd value obtained f rom Table 1 f o r  the 
appropriate approach wall and floor design f o r  submergences f r o m  2 to 
5d. 

3 .  Consider establishing a new stancard iocation f o r  the pipe 
pressure  tap of me te r  gate installations. A station on the pipe crown 
1 / 3  o r  l e s s  diameter downstream of the entrance is suggested. 
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A typical meter gate installation includes two measuring wells. 
One is connected to the head water via a pipe through the headwall, and 
the other is connected to a point on the crown of the pipeline 1 2  inches 
downstream from the entrance . Discharge is computed from the gate 
opening and the difference in water levels in the two wells. The 12-inch 
distance has been maintained constant in all  gate s i zes ,  and thus there is 
no geometric similarity between gate installations of different diameters.  
Other dissimilarities exist due to differences in  gate leaf guides, the 
shape of the gate leaf, etc . , and these differences make calibration of 
each size desirable. 

E r r o r s  a s  high a s  18 percent have been reported by u se r s  of 
meter  gates in irrigation distribution systems,  and apparent inconsist- 
encies have occurred during laboratory calibrations of these devices. 
Possible reasons for these field and laboratory discrepancies were 
thought to l ie  in the effect of Reynolds ' number, degree of submergence, 
and approach geometry. Studies were therefore made to isolate, insofar 
a s  was practicable, the effect of each of these variables upon the pressure  
distribution downstream of a sharp cornered pipe entrance. The data ob- 
tained was intended to provide background material against which data on 
specific gate installations could be compared. 

The plan was to measure  piezometric head a t  various points 
along the crown of a pipe for  ranges of Reynolds1 number, submergence, 
and approach conditions. No attempt was made to represent  field condi- 
tions, and the study was limited to a circular entrance with no obstruc- 
tion such a s  a gate leaf present.  

The upper limit of Reynolds I number was limited by the depth 
of the head box and the pipeline diameter to about 600,000. The lower 
limit was fixed at about 100,000 by the lowest head differential con- 
sidered usable. The upper limit of submergence, measured above the 
pipeline invert, was about 5d. The lower limit was about 1 .3d and was 
set  by the elevation of the tailgate s i l l .  

Because it would be impractical to compute the coefficient of 
discharge for  al l  locations of the downstream tap, a distance of 1 2  
inches was used for conrparison between various Reynolds1 numbers and 
approach conditions. The 12-inch distance was used because i t  is the 
standard presently used fo r  meter  gates.  Dimensionless hydraulic 
gradients were prepared which permit computation of the coefficient for  
any other position of the downstream tap.  



T e s t  Equipment 

A schematic drawing of the test  installation is given in F igure  
1 .  Flow was provided to the head box by 8- and 12-inch centrifugal 
pumps, and the r a t e  of flow was determined by 4-, 6- ,  8 -, and 12-inch 
venturi meters  located nea r  the pumps.  P r e s s u r e  taps (piezometers) 
were placed in the crown of the 10-inch plastic pipe a s  shown i n  Figure  
1, and connected to single-leg water manometers  on a gage board I 

marked in  feet,  tenths of feet,  and hundredths of f ee t .  

Wing walls were raepresented by sheets  of 314-inch plywood 
placed on either s ide of the pipe entrance. The f l a re  of the walls r e l a -  
tive to the axis of the pipe was about 6 : l  but this figure was not exact,  
nor. was i t  precisely the same  for  different spacings. However, the 
variation f rom the 6 : l  f la re  was smal l ,  and considerable variation ap -  
pears  to be required to produce a noticeable difference i n  flow conditions 
in the pipe. 

and d d is -  The wing walls were successively placed a t  Y, 2, 
tances f rom the edge of the pipe entrance, and were  finally removed al-  
together. These arrangements  were called Inlet l ,  lnlet 2,  Inlet 3 ,  and 
Inlet 4 ,  respectively, and a l l  used the same approach floor (Figure I . ) .  
Tes ts  were a lso  made without walls and approach f loor .  This a r range-  
ment was called Inlet 5 .  F ina l  tes t s  were made without the approach 

d d floor,  but with the approach wails a t  p, =, and d distances f r o m  the edge 
of the pipe. These  arrangements  were called Inlets 6 ,  7 ,  and 8 .  

Tes t  Procedure 

Water was pumped into the head box and the r a t e  of flow was 
adjusted to give the clesi~.ed Reynolds' number.  When the flow ra te  made 
it necessary to change to a l a rge r  o r  sma l l e r  venturi meter ,  the flow 
measurements obtained by the me te r s  were checked against one another 
and any slight discrepancy was elixxinated by applying a suitable coeffi- 
cient. Air  was bled f rom the piezometer l ines,  and, after allowing suffi- 
cient t ime for  the flow to come to a steady condition, the manometers  
were r e a d .  No provisions were  made to dampen the fluctuations that 
occurred in the liquid columns and they were  averaged visually.  This  
procedure was time c o n s ~ m i n g ,  but i t  is felt  that good accuracy r e -  , 
sulted. The piezometric head was read  a t  leas t  to the nearest  0.01 foot, 
and at low Reynolds ' numbers,  estimated to the neares t  0.001 foot.  
After the readings were completed, the submergence was s e t  f o r  the 
next test  by adjusting the tailgate.  The discharge was read  one o r  m o r e  
t imes for  each submergence, the water temperature was recorded, the 
piezometer lines were  continually checked to guard against a i r  pockets, 
and c a r e  was exercised to allow the flow to fully stabilize f o r  each new 
setting of the tailgate.  



Low about 120,000 
Medium low about 200,000 
Medium about 325,000 
Medium high about 500,000 
High about 625,000 

After the full range of submergences was tested f o r  each of 
the five ranges of Reynolds' rzumbers, the wing walls were moved to 
a new position and the procedure repeated. 

Analys is 

In o r d e r  for the data of this study to be used on pipe s i z e s  
other than the 10-inch s i ze  tested,  i t  was necessary to present i t  in 
dimensionless fo rm.  The coefficient of discharge for  the entrance, 
based on the drop in hydraulic gradient f rom the head pool to  the s t a -  
tion 1 2  inches downstl-earp f rom the inlet, was plotted against the re la-  
tive submergence on the entrance (Figures  2 and 3 ) .  The relative 
submergence was taken as the rat io  of the water depth above t h e  inlet 
invert divided by the pipeline dianle te r  . In the case  of the hydraulic 
gradient, the drop in hydraulic gradient,  AH::, divided by the velocity 
head, h,, was plotted against the distance x along the pipe ,  divided 
by the pipe diameter ,  d ,  (F igures  6 and 7 ) .  

A coefficient of discharge, based on the pressure 12 inches 
f r o m  the entrance,  was conlpuied for  each test  made. Since there  was 
no piezometer at the 12-inch staiion, the pressure  was interpolated 
f rom the two neares t  piczomcters .  Thus,  0 . 8  of the difference between 
piezometer No. 8 and piezometer No. 9 was added to the reading of 
piezometer No. 8 to obtain the p ressu re  head 12 inches f rom the en- 
t rance .  It is this coefficient that i s  plotted on F igures  2 and 3 .  

Next, each piezometer reading was subtracted f r o m  the head 
bos reading fo r  each t e s t .  This  gave tFLe drop in  the hydraulic gradient 
a t  each piezometer,  A LI,. This  value was divided by hv and thus the 
value of AHx/hv was obtained for each piezometer fo r  each run .  These 
values were then averaged for such suhmergerce ra t ios  as appeared to 
yield constant value of Cd. This invariably escluded submergence 
rat ios  belour 2d, and frequently excluded subnnergences g rea te r  than 
4d.  The resul t s  a r e  plotted in Figures 6 and 7 .  

The coefficient of discharge can be obtained from the dimen- 
sionless hydrsaulic gradient a s  follows: 

Q = c ~ A ~ / ~  

Q and because V = A ,  

v=cdZ1- 



Which may be written in the m o r e  manageable form 

Cd = 
.- 

AH, 
Thus Cd may be computed by obtaining ,T and taking the square  root b 

lv 
cf i t s  reciprocal .  F o r  example, F igure  6A, which gives hydraulic 
gradients fo r  Inlet 1, shows that for  a medium Reynolds' number and 
for  x / d  = 1 . 2   AH^/^^ = 1.81.  Therefore,  

Cd = /I= 0.743 
1.81 

This is the coefficient of discharge for  a tap 1 2  inches f r o m  the entrance 
in a 10 -inch pipe. 

In this way the coefficient fo r  any s ize  pipe may be obtained 
for different combinations of wing walls, Reynolds number,  and sub- 
mergences between 2d and 4d. 

Results 

The relation of Cd to relative submergence a t  the five values 
of Re for  Inlets 1 through 8 is shown in Figures  2 and 3 .  Notice that 
for submergences smal l e r  than 2d the coefficients of severa l  designs 
change rapidly. F o r  Inlets 1 and 2 the curves drop, for  Inlet 4 the 
curve r i s e s ,  and f o r  Inlets 3 and 5 the curves a r e  about level.  F o r  
Inlets 6, 7, and 8, the curves drop slightly. 

At submergences grea ter  than 4d the curves of Inlets 1 and 2 
exhibit a tendency to drop, while those for  Inlets 3, 4 ,  and 5 remaln 
about constant. There  is a slight drop in the curves f o r  Inlets 6, 7,  
and 8 .  The curves f o r  Inlets 5, 6 ,  7, and 8 a r e  higher values than 
for  the o thers ,  and Inlets 3 and 5 give the most constant values through- 
out the submergence range.  Inlets 6 ,  '?, and 8 a lso  produce reason- 
ably constant values.  

The information given on  the  curves in Figures  2 and 3 is 
summarized on Table 1 for  submergences f rom 2 to 4 d .  The table 
also gives the percent  differences f o r  the various coefficients. Notice 
the improvement in  the averages that is made by omitting the coeffi- 
cients for  low and mddiurn low Reynolds1 numbers .  

F igures  4 and 5 i l lustrate  the relative significance of sub- 
mergence and R3ynoldst number.  In these f igures Reynolds ' number 
is represented by a change in plotting symbol only. Notice that a l l  



Reynolds' number,  within the range tested,  is relatively unimportant. 
F igure  4F shows the median l ines f o r  each approach ar rangem znt 
plotted on the s a m e  sheet  f o r  comparison. Note that the coefficient of 
discharge based on the p ressu re  12 inches f r o m  the pipe inlet, was 
lowest when the approach f loor  was used with and without the guide 
walls (Inlets 1, 2, 3,  and 4 ) .  The coefficient was higher when no 
floor o r  walls were  used (Inlet 5) ,  and was sti l l  higher when the guide 
walls were used without the floor (Inlets 6 ,  7 ,  and 8) .  Note a lso  the 
rapid change in the coefficient a t  submergences below 2d, and that a s  
the wing walls a r e  moved outward f r o m  the entrance the coefficient 
becomes more  constant for Inlets 3 ,  4, and 5 .  

The curves in Figure 4F are  the average for all Reynolds1 
numbers and it is reasonable that such curves could be used as a basis 
for  rating tables o r  rat ing curves . F o r  example, in the case  of Inlet 
3, it appears  that a coefficient of 0 . 7 3 4  can he used for  al l  Reynolds ' 
numbers and a l l  submergences above 2d with confidence that resul t s  
would be obtained within 't37'0. 

The curves in F igures  6 and 7 show the hydraulic gradient 
along the pipeline for the various approach designs and Reynolds' 
number ranges . There  is strong similarity between t he curves with 
the floor in place (Inlets 1, 2, 3 ,  and 4 ) ,  and s trong similarity be- 
tween the curves without the floor in place (Inlets 5 ,  6 ,  7 ,  and 8) .  
In the latter case ,  the low point of the gradient dip a t  the vena con- 
tracts is  c loser  to the pipe entrance, and the gradient r i s e s  sooner  
than in the other approach designs. The ea r l i e r  r i s e  of the gradient 

X 
resul t s  in a higher piezometric p r e s s u r e  a t  a = 1 . 2 ,  thus accounting 
for  the higher Cd curve shown i n F i g u r e s  2,  3 ,  4 ,  and 5 .  These hy- 
draulic gradients a r e  fo r  submergences between 2d and 4d above the 
pipe invert  where Cd, a s  shown on F igures  2 and 3 ,  is about constant.  
The gradients confirm the relatively minor role  of Reynolds number 
suggested by Figures  4 and 5 .  

An important point disclosed by these curves is that the 
downstream tap, which is usually placed 12 inches f rom the pipe en- 
t rance ,  could hardly have been put in a less  desirable place.  F o r  
gate s i z e s  of 10 to 24 inches the tap fa l l s  in the steepest part  of the 
hydraulic gradient,  thus making the location of the tap cr i t ica l .  F o r  
la rger  gate s i zes  the tap is in a l e s s  cr i t ical  region, but sti l l  gives 
a substantial variation in coefficient values.  

A tap located a t  a constant -$ distance of l e s s  than 1 / 3 diam- 
u 

c tc r  f rom the entrance would overcolne the objectionable features  of 
the 12-inch tap location. The only geometric dissimilarity in this 
case  would be the differences in the gate leaf, s ea t ,  and supporting 
s t ruc tu res .  





- -------- -- --A- 
Neynolds ' Entrance of a 10-inch pipe--~ubrnergence 5 to 4d above Invert 
Number 
- Inlet 1 Inlet 2 Inlet 3 Inlet 4 . Inlet 5 Inlet 6 Inlet 7 Inlet 8 

120,000 0.731 0.713 0.728 0.720 0,787 

200,000 0.732 0.737 0.727 0.730 0.810 0.820 0.820 0.820 

325,000 0.741 0.739 0.739 0.738 0.804 

500,000 0.755 0.744 0.734 0.736 0.800 0.820 0.813 0.802 

625,000 0.755 0.747 0.744 0.734 0.800 

Average 0.743f1.6% 0.736?3.1% 0.734?1.3% 0.732+1.6% 0.800t1.6% 0.820 0.817 0.811 

Average 0.750+1.2% 0.74420.5'$0 0.739*0.7% 0.736+0.2% 0.801+0.4% 
3 high Re's - - 

Table 2 
Coefficient of Uischarge Based on a Tap 

Reynolds 0.6 inch Inside the Gate Seat (0 ; 06d) 
Number 

Inlet 1 Inlet 2 Inlet 3 Inlet 4 Inlet 5 Inlet 6 Inlet 7 Inlet 8 

120,000 0.625 0.617 0.621 0.612 0.596 

200,000 0.624 0.627 0.625 0.620 0.611 0.630 0.619 0.613 

325,000 0.6 31 0.627 0.625 0.624 0.610 

500,000 0.632 0.630 0.625 0.623 0.606 0.627 0.615 0.610 

625,000 0.633 0.630 0.629 0.621 0.604 

Average 0.629k1% 0.626+1.4% 0.625+0.6% 0.620?1.3% 0.605~1.5%0.629f. 3% 0.617f0.3% 3.612+0.3% 



P I E Z O M E T E R  LOCATIONS FROM UPSTREAM END OF PIPE 
)PIEZOMETER~ 1 2 3 4 5 6 I 7 I 8 9 10 11 12 1 I3 14 / I5 I 6  I7 I8 

X/d 10.061 0.136 0236 0.334 0.436 0.638l0838Il.038 1.238 1.538 1.838 2.13912.693 3.90815095 6.292 7.462 9.687. 

X INCHES 1 0.61 1.36 2.36 ~ . 3 4  4.36 6.38 1 8.38 110.38 12.38 15.38 18.38 21.39 126.93 39.08i50.95 62.92 74.62 9687 
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D. APPROACH WALLS REMOVED, FLOOR I N  PLACE - I N L E T  4 E. APPROACH WALLS AND FLOOR REMOVED - I N L E T  5 

E X P L A N A T I O N  
Vd Reynolds' number,  Re  = 5 Coetficient of discharge, Cd = A where- 

A J ' Z ~ X  
depth o f  water above pipe invert 0 is  the rate of flow, c.f.s. 

Relat ive submergence = diameter o f  pipe A is  the pipe cross section ore0 in  squore feet, and 
AH is the difference in hydraulic grade from the 

headwater to  a point on the pip; crown 12 inches 
from the inlet in feet of water. 

F. MEDIAN VALUES FOR D I F F E R E N T  APPROACH CONDITIONS 

A STUDY OF 
FLOW CHARACTERISTICS I N  P I P E L I N E S  

WITH SHARP CORNERED ENTRENCES 

COEFFICIENT OF DISCHARGE VS. RELATIVE SUBMERGENCE 
"OMPOSITE P L O T S  OF R E Y N O L D S '  N U M B E R  

INLET DESIGNS 1,2,3,4,& 5 





. - 
D. APPROACH WALLS REMOVED, FLOOR IN PLACE - I N L E T  4 E. APPROACH WALLS AND FLOOR REMOVED - I N L E T  5 WITH SHARP CORNERED ENTRANCES I 

H Y D R A U L I C  G R A D I E N T  
V E R S U S  

D I S T A N C E  A L O N G  P I P E L I N E  
I INLET DESIGNS 1,2,3,4,85 

- 



Vd 
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